Programmable
Automatic

RCL Meter

PM6304

Service Manual —

This Service Manual is also valid for PME304C.
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IMPORTANT

in correspondence concerning the Programmable Automatic RCL Meter piease give the model number ano
serial number as located on the type number plate on the instrument.

For your reference:

Modei number: PMB304/xxx
Code number: 9452 068 04xxx
Serial number: LO 30000

Note:  The design of this instrument is subject to continuous devefopment and improvement. Consequently,
this instrument may incorporate minor changes in detail from the information contained in this manual.

Warning These servicing intructions are for use by qualified personnel only. To reduce the risk of
electric shock, do not perform any servicing other than that specified in the operating
instructions unless you are fully qualified to do so.

4822 872 15168

0/11-November-1985

© 1995 Fiuke Corporation, Inc. Ali rights reserved. Printed in Germany.
All product names are trademarks of their respective companies.











































































































































































































































































































































































































































































